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How to update your EnviroMon data logger 

firmware using LogLoad 

1. Power the logger and connect it to the COM port. 

2. Ensure that no converters are connected to the logger. 

3. Run logload.exe (this can be found in c:\Program Files\Pico 

Technology\EnviroMon\LogLoad\): 

 

 

 

4. Select the COM port number: 

 

 

 

5. Reset the unit using a paper clip: 
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6. Hit the Enter key when the red LED lights up continuously: 
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7. This may take a few minutes while it goes through the first programming 

stage. 

 

 
 

8. Next hit the reset button again so that the LED starts flashing, then press 

any key to complete the final stage of programming. 
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9. A successfully programmed unit should show the following: 

 

 


